
Precision control in blood alcohol determination
Sammler J, Sprung R, Hilgers R.
Blutalkohol
1992; 29(3):205-210
 
ARTICLE IDENTIFIERS
DOI: unavailable
PMID: 1605939
PMCID: not available
 
JOURNAL IDENTIFIERS
LCCN: not available
pISSN: 0006-5250
eISSN: not available
OCLC ID: 02811759
CONS ID: not available
US National Library of Medicine ID: 0372531
 
This article was identified from a query of the SafetyLit database.

Powered by TCPDF (www.tcpdf.org)

http://www.tcpdf.org

